[The importance of antiviral diagnostic sera].
This paper presents instructions for the control of produced antiviral serum for use in immunofluorescent tests [direct test of fluorescent antibodies (DTFA) and indirect test of fluorescent antibodies (ITFA)] for the detection of viruses from the clinical material of patients. The way of testing nonspecific and specific reactions of antiviral serum which we have presented originates from our own long-standing observations and experiences in the production of antiviral diagnostic serum as well as from observations of other authors.